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ER PROGRAM DATA ASSESSMENT 
SUMMARY REPORT FORM 

Batch No. 8904S010 Site 881 Hillside 
Laboratory Roy F. Weston - Stockton 
SOW # 10/86 (Rev. 2/88) Reviewer Org. TechLaw, Inc. 
Sample Numbers SW045001, SW046001, SW067001. SW033001. TB040489. Tl3040589B. ODEX00l 

No. of SamplesMatrix UOik 6/Water 
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V = Data had no problems. 
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Comments 

Action Item 1 

Action Items 2.3: Comments 1.2 

Action Item 4 

Action Item 5: Comment 5 

Comment 3 

Action Items 5.6 

Comment 4 

Data acceutable with qualifications. 

A = Data acceptable but qualified due to problems. 
R = Data rejected. 
X = problems. but do not affect data 

Data Quality: Data contained in this batch were reviewed and found to be acceutable with aualifications. Acceutable. 

qualified data may be used urovided that individual values imuacted by the “Action Items” listed below are auuropnately flarrrred. 

Pefer to attached Results Summan Tables.) 

ADMIN RECORD 



Action Items: 1) Non-detected results for aromatic communds in the six water samples are estimated and 

undetected (UJ) because holding times exceeded seven days. 

2) In the initial calibration of 4/13/89, Bromoform’s %RSD exceeded 50%. In addition Bromoform’s %D 

exceeded 50% in the 4/14/89 continuing calibration. Therefore, non-detected results for Bromoform in all samules 

are reiected CR). 

3) The non-detected result for 2-Hexanone in samule ODEXOOl is reiected (R) because 2-Hexanone’s %D 

4) As a result of blank contamination. the wsitive results for Acetone in samules SW045001, SW046001. 

SW067001, SW033001 and TB040489 are estimated and undetected (UJ) as Der the Functional Guidelines 

criteria (lox rule). 

5) All results of samules SW067001. SW033001. TB040489, TB040589B and ODEXOOl are estimated Q or 

estimated and undetected (UJ) because the recovery of surrogate Toluened8 did not meet criteria. In addition, the 

internal standard areas for 1 A-Difluorobemene and Chlorobenzene-d5 and the recovery of surrogate 

Bromofluorobenzene in m u l e  ODEXOOl were outside criteria. 

6) All nondetected results for communds auantitated using the internal standard Chlorobenzeneds in sample 

ODEXOOl are reiected (R) because of an extremely low area resmnse for ChlorobenzenedS. 

Comments: 1) In the initial calibration the surrogates should have been run at five separate concentrations. 

2) The continuing calibrations had communds whose %Ds exceeded 25%. No action is necessary because 

there were no wsitive results for these compounds. 

3) Toluene exceeded mike recovery limits in the MSMSD. The MSMSD %RPDs for Toluene and 

1.1-Dichloroethene were outside criteria. No action is taken because results are not aualified solely on MS/MSD 

data. In addition, several samules were mviouslv aualified because of surrogate problems. 

4) Three TICS were found in samule ODEX00l . 
5) Compounds detected below the CROL are estimated (J) until instrument detection limits are suuulied. 

Note: Data Summary Tables are attached. 
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